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Moisture content is a fundamental physical index that quantiﬁes soil property and is closely associated
with the hydrological, ecological and engineering behaviors of soil. To measure in-situ soil moisture
contents, a distributed measurement system for in-situ soil moisture content (SM-DTS) is introduced.
The system is based on carbon-ﬁber heated cable (CFHC) technology that has been developed to enhance
the measuring accuracy of in-situ soil moisture content. Using CFHC technique, a temperature charac-
teristic value (Tt) can be deﬁned from temperatureetime curves. A relationship among Tt, soil thermal
impedance coefﬁcient and soil moisture content is then established in laboratory. The feasibility of the
SM-DTS technology to provide distributed measurements of in-situ soil moisture content is veriﬁed
through ﬁeld tests. The research reported herein indicates that the proposed SM-DTS is capable of
measuring in-situ soil moisture content over long distances and large areas.
 2015 Institute of Rock and Soil Mechanics, Chinese Academy of Sciences. Production and hosting by
Elsevier B.V. All rights reserved.1. Introduction
Soil moisture content is an important and fundamental physical
index that correlates to the hydrological, ecological and engineer-
ing properties of soil (Maleki and Bayat, 2012; Mittelbach et al.,
2012; Cho and Choi, 2014). To obtain accurate and reliable in-situ
soil moisture content is imperative for solving many engineering
problems. In laboratory, the most direct and common method for
measuring soil moisture content is the drying method. Obviously,
this method is not directly applicable to ﬁeld conditions, where the
capability of measuring over large areas and long distances is an
essential requirement (Schmugge et al., 1980; Lunt et al., 2005; Yin
et al., 2013).
There are also several in-situ methods for measuring soil
moisture content that have been suggested, including the time
domain reﬂectometry (TDR) method, the capacitance and fre-
quency domain reﬂectometry (FDR) method, the ground pene-
trating radar (GPR) method, and remote sensing methods
(Dobriyal et al., 2012). Each proposed method has its ownnju.edu.cn (H. Zhu).
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ll rights reserved.advantages, disadvantages and limiting scope. All the above-
mentioned methods, however, do share a common weakness,
that they provide only point-mode measurements and cannot
satisfy the real-time measuring requirement of in-situ soil mois-
ture content (Dobriyal et al., 2012; Susha Lekshmi et al., 2014; Sun
et al., 2015). Although GPR and remote sensing methods can
obtain soil moisture content distribution on ground surface over
an area, their measuring accuracy is poor due to environmental
factors, such as vegetation, soil surface temperature, surface
reﬂectivity, and thus the measuring depth is limited to the soil
surface (Doolittle and Collins, 1995; Weihermüller et al., 2007;
Schrott and Sass, 2008).
Distributed ﬁber-optic sensing (DFOS) technology for condi-
tion monitoring of engineering systems has been rapidly devel-
oped in recent years. Compared with other sensing technologies,
DFOS technology is superior in that it is capable of distributed and
long-distance measurements, characterized by anti-corrosion and
anti-jamming. One of the DFOS technologies is the Raman optical
time domain reﬂectometry (ROTDR) technique which has exten-
sive applications to integrity monitoring of electric power struc-
tures, tunnels and oil wells. ROTDR has also been applied as ﬁre
warning systems and for seepage monitoring in dams. For
example, Côté et al. (2007) used optical ﬁbers to detect water
leakage at the Peribonka dam, and Vogt et al. (2010) estimated the
seepage rates in a losing stream by means of a ﬁber-optic, high-
resolution vertical temperature proﬁling technique. In application
Fig. 1. Cross-sectional view of the CFHC (not to scale).
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ment were proposed. These technologies include two types:
passive ﬁber optics (PFO) method and actively heated ﬁber optics
(AHFO) method. For the PFO, there is no external power to heat
cable, and soil moisture content is determined by sensing the
natural temperature of soil. While for AHFO, an external power is
needed to heat cable and produce thermal pulses on soil, and the
moisture content is inferred by the spreading characteristics of
these thermal pulses.
Because the PFO does not need the heat source, it is an energy-
saving and intrinsic-safe method. Steele-Dunne et al. (2010)
demonstrated the feasibility of using buried ﬁber-optic cables as a
distributed measurement technique to determine the thermal
response of soil moisture to diurnal temperature cycles. Although
the PFO is a low-cost method, its precision can be affected by a large
number of factors, e.g. temperature difference, plants cover,
weather and seasons.
By using an actively heated ﬁber-optic cable, Weiss (2003)
demonstrated the potential for collecting distributed soil mois-
ture content data but with errors>6%. A laboratory test conducted
by Sayde et al. (2010) showed that it is possible to use ROTDR
system for measurements of active soil moisture content with
high precision and short measurement time. They ﬁtted an
exponential relation between soil moisture and cumulative tem-
perature increase. Striegl and Loheide (2012) used the similar
AHFOmethod in the ﬁeld to measure soil moisture content. Ciocca
et al. (2012) systematically introduced the basic principles of the
AHFO method in heating and cooling phases. Gil-Rodríguez et al.
(2012) used the AHFO method to estimate wetting bulbs and
water distribution under drip emitters in the laboratory. Benítez-
Buelga et al. (2014) obtained volumetric heat capacity and water
content by using dual-probe approach. Read et al. (2014) quanti-
ﬁed vertical ﬂow in boreholes by the AHFO technology. Sayde et al.
(2014) ﬁrstly used the AHFO method in a ﬁeld across 1e1000 m
scales.
Although these previous experimental results have demon-
strated the feasibility of applying optical ﬁbers for distributed
measurement of soil moisture content, further studies are needed
to improve the technique including possibly integrating laboratory
and ﬁeld measurements into more efﬁcient methods or developing
hybrid cable conﬁgurations to optimize heating schemes, etc.
(Sayde et al., 2010; Striegl and Loheide, 2012). This is because the
thermal property of hybrid cable directly inﬂuences the measure-
ment accuracy of soil moisture content, and the heating mode or
power supply determines the measurement distance. A perfect
heated cable should have uniformity in its axial direction, i.e. the
electric resistance should be identical for each section with the
same length. Furthermore, the calibration procedure proposed by
Sayde et al. (2010) is very complicated and the relationship be-
tween soil thermal conductivity and moisture content has not been
established. A large number of functions were used to ﬁt the rela-
tion between soil thermal conductivity and moisture content, and
the most one appears in a form of exponential function, however,
all of these are empirical or semi-empirical equations which cannot
be obtained from theoretical analytical solution (Chung and
Horton, 1987; Côté and Konrad, 2005; Lu et al., 2007; Jougnot and
Revil, 2010).
A distributed measurement system for in-situ soil moisture
content (SM-DTS) is introduced in this paper. This work aims at
promoting the application of optical ﬁber sensing to soil moisture
content in the ﬁeld, simplifying the calibration procedure, and
obtaining a more maneuverable and effective relation between
thermal conductivity and moisture content. The following sections
will describe the fundamental principles of SM-DTS, the structure
of the carbon-ﬁber heated cable (CFHC), the deﬁnition of thetemperature characteristic value (Tt) and the relationship among Tt,
soil thermal impedance coefﬁcient and soil moisture.2. Fundamental principle of SM-DTS
Distributed temperature sensing (DTS) technology based on
the ROTDR was ﬁrst proposed by Hartog (1983) that when a
pumped laser pulse with a certain amount of energy is launched
into a sensing optical ﬁber, a collision occurs between ﬁber mol-
ecules and photons, which yields spontaneous Raman scattering.
As a result, two light photons with different wavelengths are
generated, i.e. Stokes light and anti-Stokes light (Grattan and Sun,
2000). According to the relationship between the anti-Stokes/
Stokes intensity ratio and the temperature of the optical ﬁber,
the distributed measurement of temperature along the sensing
ﬁber can be realized (Tyler et al., 2009). The most prominent
advantage of the Raman scattering spectrum is that it is only
sensitive to temperature and single-end measurement, which is
very ﬁtting for geotechnical engineering monitoring where mea-
surements are usually deep in the earth. Modern DTS systems
have relatively high temperature measurement accuracies at
0.1 C, and are capable of long measuring distances at dozens of
kilometers. In this paper, an attempt is made to adopt DTS tech-
nology to measure in-situ soil moisture content by using the SM-
DTS technology. The underlying principle of the SM-DTS tech-
nology is based on the assumption that a straightforward rela-
tionship between the temperature characteristic value (Tt) and
soil moisture content can be established, which can be used to
quantify in-situ soil moisture content using a heated cable buried
in the tested soil and a DTS sensing unit.2.1. The carbon-ﬁber heated cable
In order to enhance the measurement accuracy of the soil
moisture content by a DTS unit, a CFHC is suggested and is
developed for ﬁeld applications. Fig. 1 shows a cross-sectional
view of the CFHC with 4 mm in diameter, which consists of a
multimode optical ﬁber, a carbon-ﬁber and a carbon-ﬁber jacket.
The optical ﬁber contains its own core, cladding, coating and ﬁber-
optic jacket. The optical ﬁber is then encased by 24,000 carbon-
ﬁbers.
The CFHC is heated by the conduction of the carbon-ﬁbers, and
the heating principle is shown in Fig. 2. The carbon-ﬁber is con-
nected to several close-loop electric circuits consisting of two
copper wires that are electrically collocated and connected to the
carbon-ﬁbers through annular binding posts. The annular binding
post is installed with a distance of D. One end of the copper wire is
connected with the annular binding post, and the other end is
connected to a power supply. The heating power of each section of
the carbon-ﬁber between two adjacent annular binding posts
should be identical. It is assumed that the carbon-ﬁber with the
Fig. 2. Diagram for the heating principle of the CFHC. (a) Equivalent circuit diagram of CFHC, and (b) Circuit connection style of CFHC.
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circuit diagram is shown in Fig. 2a.
In both the laboratory and ﬁeld tests, the heating power (Q) is
set as 2.74 W/m, and the electric current ﬂowing through every
equivalent resistance (R) is determined to be 0.378 A. Heat
spreading characteristic of the CFHC after conducting heat is shown
in Fig. 3 where Q1 is the energy to heat CFHC itself, and Q2 is the
energy that has been spread into surrounding soil. The sum of Q1
and Q2 is the heating power (Q). Since soils with different moisture
contents will have disparate thermal impedance coefﬁcients,
consequently, the heating temperatureetime curves of soils with
different moisture contents around the CFCH can also be different.
A typical heating temperatureetime curve for soil is shown in
Fig. 4. According to the heating rate, the curve can be divided into
two stages. The ﬁrst stage involves temperature rapidly rising
within the soil when the conducting carbon-ﬁber starts to heat up;
and the second stage involves the temperature rising rate slowing
down (after an initial heating period), eventually becoming pla-
teaued (Côté et al., 2007).Fig. 3. Diagram for the principle of the soil moisture content measurement technique
using SM-DTS.2.2. Temperature characteristic value
Sayde et al. (2010) have already proposed a temperature vari-
able, cumulative temperature increase, Tcum, which is deﬁned as
the temperature integration during the total time. They have
established an empirical and complicated relation between Tcum
and soil moisture content. Even though the Tcum has many ad-
vantages, it is not deﬁned scrupulously, because the temperature
is recorded by DTS discretely, and we cannot calculate the inte-
gration of these discrete data directly. In order to establish a
simple but effective relationship between the temperature dis-
tribution along the CFHC, and to overcome the weakness of Tcum, a
temperature characteristic value (Tt) is proposed, which is deﬁned
as the arithmetic mean value of the temperatures measured by the
DTS within a deﬁned characteristic time interval of [ta, tb]. The
temperatures at ta and tb are deﬁned as Ta and Tb, respectively in
Fig. 4. The time interval is selected based on the temperaturee
time curve. Tt is calculated as
Tt ¼
Pb
i¼a
Ti
n
(1)
where Ti is the temperature value measured by DTS within a
characteristic time interval [ta, tb] and n is the number of mea-
surements during the time interval. On the temperatureetime
curve, the characteristic time interval is selected based on the
tapering stage of the timeetemperature curve. Tt is then calculated
as shown in Fig. 4.
The factors that affect Tt may come from two aspects. The ﬁrst
one is the intrinsic property of soil itself, such as mineral compo-
sition, grain size and dry density; and the second one comes from
external elements, such as moisture and environmental tempera-
ture (Wierenga et al., 1969; Abu-Hamdeh and Reeder, 2000; Côté
and Konrad, 2005; Markle et al., 2006; Abbasy et al., 2014). For a
speciﬁc in-situ soil, the mineral composition and structural per-
formance typically remain the same. The effect of ambient tem-
perature can be easily compensated by sensor calibration. So the
main factor inﬂuencing the soil thermal impedance coefﬁcient and
Tt is only the soil moisture content. Therefore, once the relationship
Fig. 4. Temperatureetime curve of CFHC during the heating process.
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moisture content can be easily measured by Tt.2.3. Relationship between Tt and soil moisture content
Assuming that the soil is uniform and isotropic, for a line ther-
mal source such as CFHC buried in a boundless soil medium, the
temperature (T) obtained byDTS satisﬁes the following relationship
(Côté et al., 2007):
T  T0 ¼
qLr
4p
ln t þ D (2)
where qL is the heat source strength per unit length (W/m); r is the
thermal impedance coefﬁcient ((m K)/W); T0 is the initial tem-
perature of the line thermal source; D is a constant for a speciﬁc
soil, which is independent of time but a function of the medium
thermal diffusivity. Eq. (2) can be combined into Eq. (1) and result
in:
Tt ¼
qL
Pb
i¼ a
ln ti
4pn
rþ T0 þ D (3)
Once the characteristic time interval is selected,
Pb
i¼ aln ti be-
comes a constant. Then Eq. (3) can be transformed into the
following form:
Tt ¼ Arþ B (4)
where
A ¼
qL
Pb
i¼a
ln ti
4pn
; B ¼ T0 þ D (5)
Both A and B are values to be determined in laboratory or during
ﬁeld tests. The soil thermal impedance coefﬁcient depends on the
thermal impedance of solid particles, dry density and moisture
content, but for a speciﬁc soil, the solid particles and dry density
change slightly with time. Therefore, the factor affecting Tt is only
the moisture content. According to the results obtained by Sayde
et al. (2010), the relation between Tt and moisture content is
nonlinear, especially when soil is very dry, but for a large range ofsoil moisture content, this relation can be approximately regarded
as linear:
r ¼ Cuþ D ðu1 < u < u2Þ (6)
where u is the soil moisture content, u1 is the lower limit of
moisture content for the application scope of Eq. (6), and u2 is its
upper limit. After Eq. (6) is simpliﬁed, the relationship between Tt
and u can be written as
Tt ¼ Euþ F (7)
where E ¼ AC, F ¼ ADþ B.
According to Eq. (7), it can be obtained that:
u ¼ kTt þ b (8)
where k ¼ 1=E and b ¼ F=E. Both k and b are constants that can
be determined through laboratory tests. According to Eq. (8), the
soil moisture content can be determined through Tt measurements.3. SM-DTS design
Based on the description of the SM-DTS principle in previous
section, a distributed measurement system for soil moisture con-
tent is devised which consists of three subsystems: a heating-
sensing unit, a demodulating unit and a data processing unit, as
shown in Fig. 5.
The heating-sensing subsystem consists of the carbon-ﬁber, the
sensing optical ﬁber, the copper wires, the power supply, the
annular binding posts and the cable coating, all bundled together.
The function of the subsystem is both sensing and transmitting of
temperature along the CFHC. The demodulating subsystem in-
cludes the DTS demodulation instrument and associated software.
Its main function is to transform the light signal in the optical ﬁber
sensor into temperature signal. The data processing subsystem
includes both the data processing instrument and associated soft-
ware, which is used to analyze the data measured by the DTS, to
generate the temperatureetime curves, and to determine Tt. The
soil moisture content can then be calculated from the computed Tt.
As shown in Eq. (8), in the ﬁeld measuring process, it is not
necessary to investigate the basic physical indices such as compo-
sition, dry density and grain size as long as the coefﬁcients k and b
are calibrated before measurement. When SM-DTS is applied in
ﬁeld for a long time, the temperature sensed by CFHC can be
affected by environmental factors, such as climate, season and
weather. To avoid this adverse inﬂuence, as a rule of thumb, the
buried depth of CFHC should be more than 0.2 m.4. Laboratory test
In order to verify the feasibility of SM-DTS in measuring soil
moisture content, calibration tests have been performed in the
laboratory.4.1. Testing scheme
Because the spatial resolution of DTS is only 1 m, so, to improve
the spatial resolution, a CFHC with 5 m in length is coiled onto a
polyvinyl chloride (PVC) tube of 5 cm in diameter, forming a
measuring tube, as shown in Fig. 6.
The spatial resolution of the measuring tube can then be
calculated as
Fig. 5. Schematic diagram of the SM-DTS including heating-sensing subsystem, demodulating subsystem and data processing subsystem.
Fig. 6. Forming of the measuring tube.
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pP
f (9)where M is the spatial resolution of the measuring tube, f is the
diameter of CFHC (4 mm in this study), P is the diameter of the
measuring tube (5 cm in this study), and S is the spatial resolutionFig. 7. Basic conﬁguration of laboratory tests.of the DTS (1 m in this case). From Eq. (9), M is computed to be
2.5 cm, showing a signiﬁcant improvement.
The laboratory test involved the measurements of clayey soil
with different moisture contents. Before measuring, the clayey soil
was ﬁlled layerwise into an iron drum of 40 cm in diameter and
46 cm in height, and the measuring tube was buried into the center
of the iron drum, as shown in Fig. 7. The chemical composition of
soil is described in Table 1. The soil was prepared into six groups
with moisture contents of 10%, 15%, 25%, 30% and 35%, respectively,
and Tt was measured by the SM-DTS.4.2. Results and discussion
Fig. 8 shows the temperatureetime curves for the soil samples
with different moisture contents. During moisture content mea-
surement, a nonheating, temperature sensing optical ﬁber was
pasted on the inner wall of the iron drum to measure the boundary
temperaturewithin the iron drum. No temperature perturbation on
the inner wall was found; hence, the boundary effect of the iron
drum can be neglected. The temperature rising time is in the range
of 0e23 min, and the temperature will taper at around the time
range of 23e30 min. On the temperature tapering stage, the in-
terval of 26e30 min is selected as the characteristic time interval
[ta, tb] to calculate Tt. The time of the selected interval is 4 min and n
is 5.
As can be seen in Fig. 8, the relationship between T and time t
appears to be a logarithmic function, which is consistent with the
theoretical analysis (Côté et al., 2007). It is found that the deviations
between any two neighboring curves are approximately consistent
except for that between the 10% and 15% curves. This phenomenon
can be established as an optimal proportion of water absorption of
10% moisture content within the soil. When the absorbed water is
heated, it did not move freely like free water through molecular
movement to spread energy. As a result, the thermal impedance isTable 1
Chemical composition of the test soil.
Chemical composition Percentage (%)
SiO2 56.26
Fe2O3 1.04
Al2O3 41.92
K2O 0.66
Na2O 0.12
Fig. 8. Temperatureetime curves of the measuring tube buried in soils with different
moisture contents for 30 min heating under 2.74 W/m power.
Fig. 9. Relation between Tt and moisture content, u, with 2.74 W/m heat power. Solid
line represents the linear ﬁtting result for soil samples except the sample with 10%
moisture content, and the R2 of ﬁtting function is 0.99. Dashed line represents the
linear ﬁtting result for all soil samples, and the R2 of ﬁtting function is 0.95.
Fig. 10. Diagram of the soil trench with a 19 m length and a 20 cm  20 cm cross-
section in the ﬁeld test.
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Macaulay et al., 2013).
The Tt of the six soil samples during the 30 min heating
process are 12.4 C, 11 C, 10.5 C, 10 C, 9.4 C and 8.8 C,
respectively. The linear ﬁtting results with moisture content (u)
are shown in Fig. 9.
It can be seen from Fig. 9 that there is a linear relationship be-
tween u and Tt obtained from the soils with moisture contents of
15%, 20%, 25%, 30% and 35%. The coefﬁcient of determination (R2) is
0.99, and root mean squared error (RMSE) is 0.25 C, shown as the
solid line in Fig. 9. If we consider the Tt obtained from 10% moisture
soil into the ﬁtting process, R2 will decrease to 0.95, and RMSE will
increase to 0.38 C, shown as the dashed line in Fig. 9. Thus, the
relationship between u and Tt can be express as
Tt ¼ 0:13uþ 13:33 (10)
Eq. (10) can be expressed as Eq. (11) by some linear trans-
formation steps:
u ¼ 7:69Tt þ 103:53 (11)
On the basis of Eq. (11), the soil moisture content can be
determined with a determined Tt. Since actual soil composition anddry density have inﬂuence on Tt, it is necessary to calibrate the
coefﬁcients k and b.
5. Field test
The following ﬁeld test is conducted to verify the effectiveness
of SM-DTS in the ﬁeld.
5.1. Schematic design of ﬁeld test
The ﬁeld test was conducted in a 19 m long trench with silty
clay, and its mineral composition is the same as that used in the
laboratory tests. The CFHC was buried in the soil directly instead of
the measuring tube. Because the ﬁeld is 19 m in length, 1 m spatial
resolution DTS can meet the measurement requests. The heating
power in the ﬁeld was kept the same as that in the laboratory tests.
Fig. 10 shows the soil trench with a cross-section of 20 cm  20 cm.
The CFHC was paved at the bottom of the trench, then backﬁlled
and compacted. The trench from A to Bwas lengthwise divided into
three sections where 1e7 m and 13e19 m were with the same
moisture content and 7e13 mwith less moisture content. After the
measurement was made using the SM-DTS, the soil moisture
contents of each sectionweremeasured using dryingmethod in the
laboratory.
5.2. Results and discussion
Comparison of soil moisture content measured by drying
method (uD) and SM-DTS (uS) is shown in Fig. 11. It can be seen
from Fig. 11 that the variation of uS (by SM-DTS) agrees with that of
uD (by drying method) and both reﬂect the soil moisture content
distribution from A to B. If uD is regarded as the precise value, the
absolute errors (AE) of uS from 19 samples collected in every meter
are shown in Table 2.
As shown in Table 2, the absolute errors of the 16 samples are all
less than 3%, and the minimum is 0.01%. The other absolute errors
are slightly higher, ranging from 2.97% to 6.57%. These relatively
Fig. 11. Comparison of soil moisture content measured by drying method (uD) and SM-
DTS (uS) in a 19 m long ﬁeld test.
Table 2
Absolute errors between SM-DTS and drying method.
Distance from collection
location to position A (m)
uD (%) uS (%) AE (%)
1 26.48 26.49 0.01
2 26.67 26.2 0.47
3 30.49 28.64 1.85
4 29.03 31.58 2.55
5 32.01 31.71 0.3
6 32.95 29.98 2.97
7 20.11 14.99 5.12
8 19.15 25.72 6.57
9 22.7 25.28 2.59
10 21.15 23.6 2.44
11 22.08 22.72 0.65
12 18.37 17.18 1.18
13 18.75 19.05 0.3
14 32.63 36.53 3.9
15 28.08 24.65 3.43
16 32.28 29.93 2.35
17 29.14 26.24 2.9
18 29.17 32.13 2.97
19 31.82 32.78 0.96
Fig. 12. Error analysis of the results measured by SM-DTS.
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properties including root of plants, non-uniformity of dry densities,
etc. Fig. 12 shows the error analysis of the results measured by SM-
DTS as compared to uD.As can be seen from Fig. 12, the data measured by the two
methods have a relevance with R2 ¼ 0.72 and RMSE ¼ 2.85%.
Comparing with the measurement accuracy of other methods
proposed by other researchers (e.g. Calamita et al., 2012;
Rowlandson et al., 2013; Yin et al., 2013), current study has
higher relevance. The measuring result indicates that the SM-DTS
has good measurement accuracy for the in-situ soil moisture
content.6. Conclusions
In conclusion, the following observations can bemade about the
SM-DTS method suggested in this paper:
(1) The CFHC is madewith embedded sensing optical ﬁber and is
shown to enhance measurement accuracy of soil moisture
content. Temperatureetime curves for soil moisture content
correlations have been obtained in the laboratory.
(2) A temperature characteristic value (Tt) is proposed, and the
relationship among Tt, soil thermal impedance and moisture
content is established. Based on this relationship, the soil
moisture content can be measured by the proposed DTS
system.
(3) A distributed soil moisture measurement system (SM-DTS) is
designed and made, which includes three subsystems:
heating-sensing, demodulating and data processing.
(4) The parameters k and b of the SM-DTS are essential in soil
moisture content measurement and can be determined in
the laboratory.
The ﬁeld results show that the SM-DTS method is viable for
distributed measurements of in-situ soil moisture content, which
has better results than previously proposed methods. For future
studies, it is important to theoretically analyze the inﬂuences of
intrinsic factors such as soil density and soil composition, and to
establish relationship between temperature and soil moisture con-
tent by Richard’s equation of soil moisture content and Fick’s law.Conﬂict of interest
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